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Abstract—Breast imaging using dedicated positron emission to-
mography (PEM) has gained much interest in the medical imaging
field. In this paper, we compare the performance between a rectan-
gular geometry and a parallel dual-planar geometry. Both geome-
tries are studied with DOI detectors (detectors capable of measur-
ing the depth of interaction) and non-DOI detectors. We compare
the Fisher information matrix, lesion detection, and quantitation
of the four systems. The lesion detectability is measured by the
signal-to-noise ratio (SNR) of a prewhitening numerical observer
for detecting a known hot spot on a uniform background. Results
show that the rectangular system with DOI has the highest SNR for
the detection task and the lowest bias at any given noise level for the
quantitation task. They also show that for small simulated lesions
the parallel dual-planar system with DOI detectors outperforms
the rectangular system with non-DOI detectors, while the rectan-
gular system with non-DOI detectors can outperform the parallel
dual-planar system with DOI detectors for large simulated lesions.

I. I NTRODUCTION

Breast imaging using positron emission tomography (PET)
has gained much interest in the medical imaging field. Dedi-
cated PET scanners, commonly referred to as positron emission
mammography (PEM) cameras, are being developed to improve
the cost effectiveness for detecting breast cancers [1-5]. These
PEM scanners have special geometries that are different from
the conventional circular design of whole body PET scanners.
Compared to whole body PET, PEM has much greater sensitiv-
ity for detecting breast cancers [3].

A PEM camera (Fig. 1a) is under development at our labora-
tory that consists of four banks of detector modules (two banks
of 3×3 modules left and right and two banks of 3×4 modules
top and bottom). As its cross section is rectangular, we refer
to this geometry as “rectangular” or “R-PEM.” Each detector
module consists of an 8×8 array of 3×3×30 mm3 lutetium oxy-
orthosilicate (LSO) crystals. The LSO crystals are coupled to a
photodiode (PD) array at the front and a photomultiplier tube
(PMT) at the back. By measuring the signals from both the PD
and the PMT, the depth of interaction (DOI) of the photon can
be estimated [4]. For each crystal, the system digitizes DOI in-
formation with three bits. Each detector is placed in coincidence
with all detectors in the other three banks, giving rise to 172 mil-
lion possible lines of response (LORs). The maximum field of
view (FOV) of the system is 96×72×72 mm3.
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Fig. 1. (a) Rectangular PEM Geometry. (b) Parallel dual-planar PEM.

Another popular design that has been pursued by researchers
is a parallel dual-planar geometry (Fig. 1b) [1], [5]. It is similar
to using only the top and bottom detector banks in the rectan-
gular PEM scanner. We refer to this geometry as “parallel” or
“P-PEM.” This design is easier to construct than the rectangular
PEM and has greater flexibility in positioning the object into the
FOV. However, it suffers from a limited angle of view.

In this paper we explore the imaging performance of these
geometries, comparing the R-PEM with the P-PEM for lesion
detection and quantitation. Both designs are studied with DOI
detectors (detectors that are capable of measuring the depth of
interaction) and non-DOI detectors. The P-PEM systems are
assumed to be built with the same number of detectors as the R-
PEM so that each parallel detector bank has 3×7 detector mod-
ules. The width (W) and depth (D) of each detector bank are
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168mm and 72mm, respectively. The separation (S) between
the two detector banks is 72mm. Each detector is placed in co-
incidence with all detectors in the opposing bank, giving rise to
115 million LORs for the P-PEM with DOI detectors.

A straightforward method to perform these comparisons is
through Monte Carlo simulation. However, such simulations
are computationally intensive and the results also depend on the
reconstruction algorithm that is used. The latter is a significant
problem for novel camera geometries where appropriate algo-
rithms have not yet been developed. We therefore perform these
comparisons using the Fisher information matrix, which is com-
puted analytically using the (geometrically determined) forward
projection matrix from image space to detector space. This is
much faster than running Monte Carlo simulations. Described in
more detail in the section below, the Fisher information matrix
characterizes how easily a change of one parameter in the source
distribution can be identified from the measured data. While
there are many ways to parameterize the source distribution,
we use a cubic voxel based representation here. To be easily
identified, the change at one voxel must make significant contri-
bution to the measurements (as compared with the background
noise), and such contribution must not be (strongly) correlated
with contributions from other voxels. The Fisher information
matrix presents these quantities in a matrix form: the diagonal
elements measure the significance of the contribution from each
voxel, and the off-diagonal elements measure the correlations.
Thus, it can assess the limit of attainable image quality without
performing a reconstruction. It can also be used to compute fig-
ures of merit for task performance. Here we will use the Fisher
information matrix to compute the lesion detectability and the
bias/variance trade-off curve.

This paper is organized as follows. In Section II, we describe
the Fisher information matrix and how to compute the figures
of merit for lesion detection and quantitation. We will put the
emphasis on how to use these measures rather than on the math-
ematical details of the derivation. We present the comparison re-
sults of these figures of merit in Section III, where we also study
the performance of different P-PEM configurations. In Section
IV, we present the conclusion and discuss some limitations of
this study.

II. M ETHODS

A. Fisher Information Matrix

The Fisher information matrix is an essential element that de-
termines the limit of image quality of an imaging system. It is
defined as [6]

F = E{[∇xL(y;x)][∇xL(y;x)]T }, (1)

or

Fjk = E

{
∂L(y;x)

∂xj

∂L(y;x)
∂xk

}
(2)

= E

{
−∂2L(y;x)

∂xj∂xk

}
(3)

whereL(y;x) is the log-likelihood function,y is the observed
random variable,x is the unknown image, andE{·} denotes ex-
pectation with respect to the conditional probability ofy given

x. ∂L(y;x)/∂xj measures the significance of the contribu-
tion of a perturbation at voxelj to the data compared with
the background noise. The diagonal elementFjj measures the
magnitude of the contribution, while the off-diagonal element
Fjk, j 6= k measures the correlation between the contributions
from different voxels.

For PET data that can be modeled as a collection of indepen-
dent Poisson random variables with meanȳ = Px, the log-
likelihood function is

L(y;x) =
∑

i

(yi log ȳi − ȳi), (4)

and the corresponding Fisher information matrix is

F = P T diag
[

1
ȳi

]
P . (5)

P is the projection probability matrix with the(i, j)th element
being the probability of detecting an event from voxelj at the
detector pairi. It includes the solid angle geometric effect, at-
tenuation, and detector response.

One reason that the Fisher information matrix is important is
due to its relationship with the variance of the unbiased estima-
tors. AssumingF is nonsingular, the inverse ofF is the lower
bound of the variance of unbiased estimators, which is often re-
ferred to as the Cramer-Rao (CR) lower bound. For PET data
with reasonable counts, this bound is very close to the variance
of the maximum likelihood (ML) reconstruction, i.e.,

var(x̂j) ≈ [F−1]jj = CR bound, (6)

wherex̂ is the ML reconstructed image.

B. Lesion Detectability

A general approach for studying lesion detectability is to use
a receiver operating characteristic (ROC) curve to compare the
true positive rate vs. the false positive rate of human observers.
The area-under-the-ROC-curve (AUC) is the measure for com-
paring lesion detectability of different imaging systems. Al-
though human observers are desirable, computer observers are
often substituted in ROC studies to reduce cost. Here we use a
prewhitening observer, which computes the following test statis-
tic for a given reconstructed imagêx [7]

ηPW(x̂) = [h̄1 − h̄0]T Σ−1x̂, (7)

whereh̄1 andh̄0 are the mean reconstructions of the image with
and without the lesion present, respectively, andΣ is the ensem-
ble covariance matrix of̂x. Here we assume that the lesion ac-
tivity is small enough so that its presence does not change the
covariance of̂x. From our experience in [13], we believe that
the assumption is reasonable when the contribution of the lesion
in each LOR is less than a few percent of the projection of the
background.

The form in (7) is similar to a matched filter. The use of
Σ−1 is to decorrelate the noise to improve detection, a proce-
dure called “prewhitening”. When noise is normally distributed,
the prewhitening observer achieves the optimum performance in
detection.



3

While direct use of (7) would require massive Monte Carlo
reconstructions, the advantage of computer observers is that we
can theoretically analyze their performance. The detectability
of the lesion can be measured by the SNR ofηPW(x̂)

SNR2
PW =

[ηPW(h̄1) − ηPW(h̄0)]2

var[ηPW(x̂)]

= [h̄1 − h̄0]T Σ−1[h̄1 − h̄0]. (8)

We have shown in [8] that for maximuma posteriori (MAP)
reconstruction of PET data, theSNRPW is

SNR2
PW ≈ fT

l Ff l, (9)

wheref l is the lesion profile. Thus, we can compute the lesion
detectability using onlyF and the distribution (in image space)
of the lesion. For a small lesion that only occupies voxelj,
SNR2

PW is proportional to the value ofFjj . This means each
Fjj can be used to measure the detectability of a small lesion
at the corresponding location. The larger theFjj , the easier the
detection.

Eq. (9) can also be obtained from the asymptotic property
of the ML estimator [6]. It is known that the ML estimator is
asymptotically efficient and unbiased [9]. Thus the covariance
of the ML reconstruction can be approximated byF−1 (assum-
ing F is nonsingular) and the difference between the mean re-
constructions of the two classes is equal tof l (unbiased). Com-
bining these results with (8), we can reach (9). The right hand
side of (9) is also equal to the SNR of the prewhitening observer
when directly applied to the sinogram data.

Whenη(x̂) is normally distributed, theSNR is related to the
AUC by [10]

AUC =
1
2

[
1 + erf

(
SNR

2

)]
, (10)

where

erf(x) =
2√
π

∫ x

0

exp(−t2)dt.

Note that theSNRPW in (9) is proportional to the contrast of
the lesion, but the AUC in (10) is not. AsSNRPW changes from
0 to+∞, the corresponding AUC monotonically increases from
0.5 to1 (AUC = 0.98 when SNR = 3). As a result, when the AUC
is used to compare lesion detectability, the lesion contrast has to
be properly selected so that the AUC is not saturated. There is
no such requirement when SNR is used.

C. Quantitation

Quantifying the tumor uptake is another major application of
PET imaging. Such quantitation is essential for exploring fac-
tors such as tumor growth rate and the efficacy of therapeutic
interventions. We estimate the ability of the various camera
geometries to measure accurately the tumor activity using the
Fisher information matrix.

The uptake of a lesion in a reconstructed imagex̂ can be mea-
sured by

θ = fT
l x̂.

In quantitative studies, we are interested in the bias and the vari-
ance of the estimated valueθ. These measures can be computed
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Fig. 2. The front view of the uniform flood source phantom in the P-PEM
geometry. The phantom is placed at the center of the FOV with two detector
banks at top and bottom.

from the Fisher information matrix for small lesions. Here we
directly use the results that were derived in [11]:

bias(θ) ≈ 1
N

N−1∑
i=0

(
λi(j)ζ2

i

λi(j) + β

)
− fT

l f l (11)

var(θ) ≈ 1
N

N−1∑
i=0

λi(j)ζ2
i

(λi(j) + β)2
, (12)

where{λi(j), i = 0, . . . , N −1} is the Fourier transform of the
local invariant approximation of thejth column of the Fisher
information matrix [12],β is the smoothing parameter for the
prior function used in [13], and{ζi, i = 0, . . . , N − 1} is the
Fourier transform of the lesion profilef l.

Equations (11) and (12) require that the system response is
locally stationary around the lesion and that the noise is rela-
tively low. The first requirement is satisfied for points that are
away from the corners with a uniform background. The latter
is also satisfied for the activity level simulated in the next sec-
tion. Comparison of the these approximations with Monte Carlo
simulated results can be found in [13], [11].

III. SIMULATION RESULTS

We simulated the background using a 96×72×72 mm3 uni-
form flood phantom, which filled the whole FOV of the R-PEM
scanners. In P-PEM simulations, the phantom was placed at the
center of the FOV as shown in Fig. 2. The detection probabil-
ity matrix P was calculated using the method described in [14]
assuming an attenuation length of 100mm inside the FOV and
an attenuation length of 10mm inside detector crystals. Neither
scatters nor randoms were simulated.

The background activity was estimated by assuming a subject
weighing 70kg, an injection of 1 mCi of F-18-labeled deoxyglu-
cose, and an imaging time of 1 minute. This activity density re-
sulted in about 2 million detected events for R-PEM scanners,
and about 1 million detected events for P-PEM scanners. Previ-
ous work has shown that this gives noise similar to a 10 minute
scan (with the same injected activity) that includes scatters [14].
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Fig. 3. Comparison of front view slices of Fisher information images of four PEM systems for the center voxel. The maximum values are, from left to right,
16.9 × 10−4, 14.8 × 10−4, 8.4 × 10−4, and6.3 × 10−4.

There was no limit on the maximum acceptance angle for P-
PEM scanners, since we would use an iterative algorithm to re-
construct the data.

A. Comparison of Fisher Information

Fig. 3 shows the front view slices of the Fisher information
images of the center voxel for the four systems. Each image is
the front view slice through the center of the 3D volume repre-
sentations of the column vectorF ∗j , wherej is the index of the
center voxel.F ∗j was computed using (5) as follows: first com-
pute the noise-free projection of a point source located at voxel
j, then weight the point source projection by the inverse of the
variance of the background projection, and finally backproject
the weighted point source projection.

The images in Fig. 3 can be thought of as showing the cor-
relation between the voxel containing a source (in this case the
center voxel) and the rest of the voxels. An ideal system would
have a very large value for the voxel containing the source –
this indicates that the system is sensitive to small changes in this
voxel. This value is also proportional to theSNR2 of detect-
ing a small lesion in this voxel. An ideal system would also
have zero values for all voxels that do not contain the source,
indicating that there is no correlation at all and the system can
easily distinguish a source placed in one voxel from a source
placed in another voxel. In practice, correlations do exist and
the off-diagonal elements (Fjk, j 6= k) are non-zero. Their ef-
fect depends on the specific application of the system. For some
tasks these non-zero values can even be helpful (see [6] for more
discussions).

Clearly the R-PEM with DOI has the largestFjj . TheFjj of
the P-PEM with DOI is 86% of that of the rectangular R-PEM.
For the systems without DOI, theFjj of the R-PEM drops to
50%, and the P-PEM drops to 37%. The Fisher information
images for the non-DOI systems are elongated in the vertical and
horizontal (R-PEM only) directions because the crystal length
is 30 mm. Such elongation can be reduced by using shorter
detector crystals, however, this would be at the cost of reducing
the overall sensitivity.

To compare the system properties when the source is placed
in other locations, we computeFjj of other voxels in the FOV,
and then compute the ratio ofFjj between the R-PEM and the P-
PEM (both with DOI). Fig. 4 shows the three orthogonal views
through the center of the ratio image (the value of the P-PEM
divided by that of the R-PEM). The results show that the ratio
is the largest (close to 90%) near the center of the transaxial
FOV, and it is nearly constant in the axial direction. As the lo-
cation moves away from the transaxial center, the ratio becomes
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Fig. 4. The ratio ofFjj between the P-PEM and the R-PEM both with DOI. (a)
Three orthogonal views through the center of the ratio image: top view (top),
front view (lower left), and side view (lower right). (b) The corresponding
surface plots.

smaller. This indicates that the advantages of the R-PEM over
the P-PEM are likely to be less significant for the center region
in the transaxial FOV, and be more significant at off-center loca-
tions. In the following comparison we will focus on the center
voxel.

B. Comparison of Lesion Detectability

Fig. 5 shows the comparison of the SNRs for lesion detection
as functions of the lesion size for all four systems. The simulated
lesions are spherical with different diameters and are located at
the center of the FOV. The contrast of the lesion ([lesion activ-
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Fig. 5. (a) Plots of SNR vs. lesion size for all four systems. (b) The relative
SNR of the other three systems when normalized by the SNR of the R-PEM
with DOI.

ity - background]/background) was one. Fig. 5(a) shows that
all SNRs increase as the lesion size increases. The relative per-
formance of the four systems, normalized by the SNR of the
R-PEM with DOI, is shown in Fig. 5(b). The SNR of the P-
PEM with DOI is about 90% of that of the R-PEM with DOI.
For small lesions, the order of the SNRs of the four systems is
R-PEM with DOI > P-PEM with DOI> R-PEM w/o DOI>
P-PEM w/o DOI. As lesion size increases, the relative perfor-
mance of the systems without DOI increases. For lesions with
diameter larger than 9mm, the SNR of the R-PEM w/o DOI is
greater than the SNR of the P-PEM with DOI. We know from (9)
that SNR is proportional to the lesion contrast, so when the con-
trast increases (or decreases), the curves in Fig. 5(a) will move
up (or down) accordingly, but the curves in Fig. 5(b) will stay
the same.

From Fig. 5, we can compute the AUC using (10). Fig. 6
shows the plots of the AUC as a function of the lesion size for
all four systems. In Fig. 6(a), the true contrast of the lesion is 1/4
and in Fig. 6(b), the contrast is one. As expected, the AUC in-
creases as the size of lesion increases. In addition, for the lesion
with contrast of 1/4 (Fig. 6(a)), significant differences among
the AUCs of the four systems can be seen when lesion size is
between 6mm and 9mm, whereas for the lesion with contrast of
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Fig. 6. Plots of AUC vs. lesion size for all four systems. (a) Lesion with true
contrast of 1/4; (b) lesion with true contrast of 1. The symbols represent
rectangular with DOI (solid line), planar with DOI (‘×’), rectangular with-
out DOI (‘o’), and planar without DOI (‘+’).

one (Fig. 6(b)), such differences can be seen when lesion size is
between 3mm and 5mm.

Fig. 7 shows the plots of the AUC as a function of the lesion
contrast for all four systems. The diameters of the simulated
spherical lesions are 3mm for Fig. 7(a) and 6mm for Fig. 7(b).
Clearly, the AUC increases as the contrast increases. Similar to
Fig. 6, it shows that for the 3mm lesion (Fig. 7(a)), significant
differences among the AUCs of the four systems can be seen
when the lesion contrast is around 3, whereas for the 6mm lesion
(Fig. 7(b)), the differences are significant when the contrast is
around 0.5.

Both Fig. 6 and Fig. 7 show that the geometry and DOI infor-
mation only have significant impact on detection of lesions in a
certain range (size and contrast combination) when the AUC is
used to measure the lesion detectability. For small, low contrast
lesions that are extremely hard to detect, or large, high contrast
lesions that are very easy to identify, all the systems may per-
form the same in terms of the AUC measure.

In all Figures, R-PEM with DOI has the best performance and
the P-PEM without DOI has the worst performance. For small
lesions the P-PEM with DOI outperforms the R-PEM without
DOI, while the reverse can be true for large lesions. This can be
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Fig. 7. Plots of AUC vs. contrast of the lesion for all four systems. (a) A 3mm
diameter lesion; (b) a 6mm diameter lesion. The symbols represent rectan-
gular with DOI (solid line), planar with DOI (‘×’), rectangular without DOI
(‘o’), and planar without DOI (‘+’).

understood by considering the qualitative strengths and weak-
nesses of the two designs. P-PEM with DOI has better spa-
tial resolution but lower sensitivity than R-PEM without DOI.
For small lesions, spatial resolution is probably more important
than sensitivity, so the P-PEM with DOI should outperform the
R-PEM without DOI. For large lesions, spatial resolution is less
important, and so the design with higher sensitivity (the R-PEM
without DOI) should perform better.

C. Quantitation

For each system, we calculated the bias and variance of the
lesion quantitation using (11) and (12) with the corresponding
Fisher information matrix. We studied two spherical lesions:
one 6mm diameter and one 10mm diameter. For an easy com-
parison between different lesions, we normalized the bias and
the standard deviation by the energy of the lesion,fT

l f l. Fig. 8
shows the plots of the normalized bias vs. standard deviation
for all four systems. The different points on each curve were
obtained by varying the smoothing parameterβ. Under all situ-
ations, the R-PEM with DOI performs the best (the least bias at
any standard deviation) and the P-PEM w/o DOI performs the
worst. As was the case for lesion detection, for the small le-
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Fig. 8. Plots of bias vs. standard deviation of quantitation of mean activity in
different lesions for all four systems: (a) a 6mm diameter lesion; (b) a 10mm
diameter lesion. The symbols represent rectangular with DOI (solid line),
planar with DOI (‘×’), rectangular without DOI (‘o’), and planar without
DOI (‘+’). The true contrast of the lesion is one.

sion the P-PEM with DOI performs better than the R-PEM w/o
DOI, while for the large lesion the R-PEM w/o DOI can perform
better than P-PEM with DOI.

D. Performance of Different P-PEM Configurations

It has been shown that in some cases, P-PEM performance
improves with compression [15]. In this section we study the
performance of the P-PEM system with different detector sepa-
ration (S) and detector width (W) (see Fig. 1b) using the Fisher
information matrix. We simulate different widths, as well as al-
lowing compression (i.e., reducing the separation while simul-
taneously “deforming” the phantom). The results are compared
with the P-PEM configuration that we studied above (S=72mm,
W=168mm).

D.1 Vertical Compression (Detector Bank Separation)

In this section we study the effect of applying compression
on the breast being imaged. The vertical compression generally
reduces the separation between the two detector banks. This
will increase the solid angle coverage for the center of the FOV.
However, for locations near the boundary the results may vary.
In this study we assume the breast has a fixed volume in the
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(a) (b)
Fig. 9. Front view slices of the Fisher information images for two points of

interest in a P-PEM system with different compression: (a) a point near the
boundary; (b) a point in the bulk. The separation between the two detector
banks are, from top to bottom, 72mm, 64mm, 56mm, 48mm, and 40mm,
respectively. All the images are in the same gray scale.

FOV, i.e., when it is compressed, the width increases propor-
tionally (this may not be exact in real situations). We selected
two points of interest: one near the boundary, and one in the
bulk. For the boundary point, we keep it at a fixed distance
(5mm) from the boundary of the object. For the one in the bulk,
we keep it midway between the center and the boundary of the
object. Fig. 9 shows the front view slices of the Fisher informa-
tion images for the two points of interest at various compression
conditions. Fig. 10 shows the plot ofFjj as a function of de-
tector bank separation for the two points. For the point near the
boundary,Fjj increases with a small amount of compression,
but drops as the compression increases beyond a certain point.
This is because with large compression the point gets near the
edge of the detector banks, where the solid angle is very limited.
For the point in the bulk,Fjj monotonically increases as the
vertical separation between the detector banks decreases. The
results show that moderate compression is helpful for lesion de-
tection (the SNR2 increases by almost a factor of 3) as long as
the lesion is not close to the boundary of the FOV of the scanner.

D.2 Width of the Detector Banks

For the P-PEM design, it is helpful to use extra detector mod-
ules so that the FOV of the scanner is larger than the object being
imaged. This greatly improves the uniformity of the sensitivity
in the horizontal direction although it requires additional detec-
tor modules. Here we useFjj to study the performance of P-
PEM systems with detectors of different horizontal width. We
assume the object being imaged is a 96×72×72 mm3 volume
placed in the center of the FOV of the scanner.

Fig. 11(a) shows the center front view slice of theFjj ’s for the
P-PEM system with the horizontal width of the detector equal
to 96mm, which exactly covers the object (lighter color indi-
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Fig. 10. Plots of the Fisher information (maximum values of each image shown
in Fig. 9) of the two points of interest as a function of distance between of
the two detector banks. The ‘+’s denote the boundary point and the ‘o’s
denote the point in the bulk.

(a) (b) (c)

Fig. 11. Front view center slice of theFjj image of P-PEM systems: (a) detec-
tor horizontal width = 96mm; (b) detector horizontal width = 168mm; (c)
detector horizontal width = 216mm. The images are in the same gray scale
and the intensities of the corner pixels in (b) and (c) are truncated to show
the details in the bulk of the images. Lighter color indicates higher value.

cates higher value ofFjj , which in turn indicates higher SNR).
Fjj drops to zero at the horizontal boundary of the object be-
cause of the limited angle. Fig. 11(b) shows theFjj ’s for the
P-PEM system with the horizontal width of the detector equal
to 168mm. This is the P-PEM system that we characterized in
previous sections. Clearly, by using a few extra detectors in the
horizontal direction, the sensitivities at the boundary are much
improved. TheFjj image is almost uniform except for the cor-
ners. Fig. 11(c) shows theFjj ’s for the P-PEM system with
the horizontal width of the detector equal to 216mm. The im-
provement over Fig. 11(b) is marginal. Fig. 12 compares the
horizontal profiles through the center of the images shown in
Fig. 11 (and three more cases). It shows that when the horizon-
tal width is increased from 96mm, the sensitivity of the system
is greatly improved. However, as the width exceeds 168mm,
only the sensitivities at the boundaries are marginally increased.
The 168mm design has a good balance between the overall sen-
sitivity and detector cost, and thus appears to be the “optimal”
width for this size phantom.

IV. CONCLUSIONS ANDDISCUSSION

We have presented comparisons between the rectangular and
planar PEM scanners for lesion detection and quantitation. In all
cases, the rectangular system with DOI performs the best (high-
est signal-to-noise ratio for lesion detection and the lowest bias
at any given noise level for quantitation), while the parallel dual-
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Fig. 12. Horizontal profiles through the center of the front view center slice of
theFjj for P-PEM systems with different detector widths. The horizontal
widths of the detector banks for each curve are, from the top to bottom,
216mm, 192mm, 168mm, 144mm, 120mm, and 96mm, respectively.

planar system without DOI performs the worst. It also shows
that for small lesions the parallel dual-planar system with DOI
detectors outperforms the rectangular system with non-DOI de-
tectors, while the rectangular system with non-DOI detectors
can outperform the parallel dual-planar system with DOI detec-
tors for large lesions.

We have also studied the performance of different dual-planar
PEM configurations. We found that (1) detector bank size
should be reasonably (∼50%) larger than the object of interest
to achieve uniform sensitivity and (2) moderate compression is
helpful for lesion detection as long as the lesion is not close to
the boundary of the FOV of the scanner. One flexibility of dual-
planar PEM that was not explored in the paper is the positioning
of the object. This may be important for detecting a lesion that
is near the chest wall, since such lesion would lie near the ax-
ial edge of the FOV of all PEM systems in the standard setup,
where the sensitivity is very low. By moving the two detector
banks, it is possible to place such lesions close to the center of
the FOV for dual-planar PEM systems.

The results presented in this paper are all based on the as-
sumption that all four systems use an iterative statistical re-
construction algorithm with accurate modeling of the detector
penetration effect, and that the algorithm is iterated until con-
vergence. Therefore, these results do not necessarily apply to
reconstructions obtained using filtered backprojection, iterative
algorithms with a simple line-integral model, or ordered-subset
algorithms with stopping rules. In addition, the lesion detection
task used here is a “signal-known-exactly, background-known
exactly” task. Some results may change if randomness in the
lesion and the background is included, which is an ongoing re-
search topic.
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